Q Vermont Department of Health Laboratory
/\’\ Toxicology Program

195 Colchester Avenue, P.O. Box 1125, Burlington VT (5402-1125
(ph) 802-863-7336; (fax) 802-863-7632

Certificate of Analysis of
DataMaster External Standard Solution

On 12/9/2008, an ethanol solution was prepared by Amanda Bolduc for use as a
DataMaster External Standard solution. The solution was prepared per standard
laboratory practice and assigned the lot number 09-18-100 and an expiration date of
12/9/2009.

On 12/19/2008 and 12/23/2008, the solution was analyzed by Darcy Richardson and
Amanda Bolduc. Analysis of the solution was performed using headspace gas
chromatography. The instrument was calibrated on the day analyses were begun. It was
found to have met required quality assurance performance specifications and was operating
properly. Quality checks throughout the analytical process demonstrated that the instrument
continued to operate propetly.

This solution is certified as presenting 0.099 g/210L simulated breath ethanol
concentration and approved for use as a DataMaster External Standard solution.

Dated at Burlington, Vermont on Tuesday, December 30, 2008.
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Darcy Richardson

Alc 902 rev 0 (03/08)
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Total Average 0.0994
Total Std Dev 0.0014
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 12/19/2008 Today's Time = 2:54:49 PM
Bound File Name = Alc121908.0001. RAW
Sample Name = CCS
Date Taken = 12/19/2008 2:54:42 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
4 2.24 Ethanol 549154 0.0862
6 3.11 t-Butanol 1956300 0.9482
7 3.64 n-Propanol 2458019 1.0000

Printed on 12/19/2008 2:54:50 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 12/19/2008 Today's Time = 3:09:05 PM
Bound File Name = Alc121908.0002.RAW
Sample Name = CCS
Date Taken = 12/19/2008 3:09:01 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
3 2.24 Ethanol 540553 0.0869
5 - 3.1 t-Butanol 1916556 0.9517
6 3.64 n-Propanol 2399341 1.0000
Printed on 12/19/2008 3:09:05 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 12/19/2008 Today's Time = 3:24:10 PM
Bound File Name = Al¢121908.0003.RAW
Sample Name = 0.10 Sim A DMR
Date Taken = 12/19/2008 3:24:03 PM \VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
3 2.24 Ethanol 870594 0.1234 0.1007
4 3.10 t-Butanol 2279130 0.9973 0.8140
5 3.64 n-Propanol 2722708 1.0000 0.8162

Printed on 12/19/2008 3:24:10 PM
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Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met.FMT

Today's Date = 12/19/2008 Today's Time = 3:39:08 PM
Bound File Name = Alc121908.0004. RAW
Sample Name = 0.10 Sim A DMR

Date Taken = 12/19/2008 3:39:04 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal . Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
3 2.24 Ethanol 847914 0.1216 0.0993
4 3.11 t-Butanol 2252159 0.9972 0.8139
5 3.64 n-Propanol 2690656 1.0000 0.8162

Printed on 12/19/2008 3:39:09 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Today's Date = 12/19/2008 Today's Time = 3:54:07 PM
Bound File Name = Alc121908.0005.RAW
Sample Name = 0.10 Sim A DMR

Date Taken = 12/19/2008 3:54:05 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL  Conversion
2 2.24 Ethanol 848505 0.1223 0.0998
3 3.11 t-Butanol 2245310 0.9989 0.8153
4 3.64 n-Propanol 2677884 1.0000 0.8162

Printed on 12/19/2008 3:54.08 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met.FMT

Today's Date = 12/19/2008 Today's Time = 4:09:06 PM
Bound File Name = Alc121908.0006.RAW
Sample Name = 0.10 Sim A DMR

Date Taken = 12/19/2008 4:09:04 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.23 Ethanol 870732 0.1221 0.0996
3 3.10 t-Butanol 2305715 0.9979 0.8145
4 3.64 n-Propanol 2752777 1.0000 0.8162

Printed on 12/19/2008 4:09:06 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 12/19/2008
Bound File Name = Alc121908.0007. RAW
Sample Name = 0.10 Sim A DMR

Date Taken = 12/19/2008 4:24:18 PM
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

Today's Time = 4:24:25 PM

VDH Headspace Alcohol

Calibration Version = 18

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
3 2.24 Ethanol 836243 0.1224 0.0999

4 3.11 t-Butanol 2197053 0.9928 0.8104

5 3.64 n-Propanol 2636422 1.0000 0.8162

Printed on 12/19/2008 4:24:25 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 12/19/2008 Today's Time = 4:39:24 PM
Bound File Name = Alc121908.0008.RAW
Sample Name = 0.10 Sim A DMR '
Date Taken = 12/19/2008 4:39:19 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
3 2.24 Ethanol 857306 0.1224 0.0999
4 3.11 t-Butanol 2276568 1.0033 0.8189
5 3.64 n-Propanol 2703251 1.0000 0.8162

Printed on 12/19/2008 4:39:24 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 12/19/2008 Today's Time = 4:54:10 PM
Bound File Name = Alc121908.0009.RAW
Sample Name = 0.10 Sim ADMR

Date Taken = 12/19/2008 4:54:09 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
3 2.24 Ethanol 861498 0.1219 0.0995
4 3.10 t-Butanol 2296137 1.0033 0.8189
5 3.64 n-Propanol 2726522 1.0000 0.8162

Printed on 12/19/2008 4:54:11 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 12/19/2008 Today's Time = 5:09:17 PM
Bound File Name = Alc121908.0010.RAW
Sample Name = 0.10 Sim A ALB '

Date Taken = 12/19/2008 5:09:10 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
3 2.24 Ethanol 843673 0.1220 0.0996
4 3.11 t-Butanol 2233101 0.9967 0.8135
5 3.64 n-Propanol 2669363 1.0000 0.8162

Printed on 12/19/2008 5:09:18 PM . Page 1 of 1




Chrom Perfect Chromatogram Report
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Today's Date = 12/19/2008 Today's Time = 5:24:14 PM
Bound File Name = Alc121908.0011.RAW
Sample Name = 0.10 Sim A ALB

Date Taken = 12/19/2008 5:24:11 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.24 Ethanol 792434 0.1231 0.1005
3 3.10 t-Butanol 2084234 0.9999 0.8161
4 3.64 n-Propanol 2483317 1.0000 0.8162

Printed on 12/19/2008 5:24:15 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 12/19/2008 Today's Time = 5:39:19 PM
Bound File Name = Alc121908.0012.RAW
Sample Name = 0.10 Sim AALB

Date Taken = 12/19/2008 5:39:13 PM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
3 2.23 Ethanol 835668 0.1217 0.0993
4 3.10 t-Butanol 2210088 0.9934 0.8108
5 3.64 n-Propanol 2650484 1.0000 0.8162

Printed on 12/19/2008 5:39:19 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 12/19/2008 Today's Time = 5:54:20 PM
Bound File Name = Alc121908.0013.RAW
- Sample Name = 0.10 Sim A ALB
Date Taken = 12/19/2008 5:54:16 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion

2 2.24 Ethanol 805340 0.1204 0.0983
3 3.11  t-Butanol 2147861 0.9912 0.8091
4 3.64 n-Propanol 2581526 1.0000 0.8162

Printed on 12/19/2008 5:54:20 PM

Page 1 of 1




Chrom Perfect Chromatogram Report

W

1000 |

800 -

-3.1

600

-2.24

400

200 L
! L 1 t

T T T T T " T T T T T T T " T T
1.0 1.5 2.0 25 3.0 35 4.0 45 5.0
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Today's Date = 12/19/2008 Today's Time = 6:09:18 PM
Bound File Name = Alc121908.0014 RAW
Sample Name = 0.10 Sim A ALB

Date Taken = 12/19/2008 6:09:17 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal * Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
3 2.24 Ethanol 847094 0.1219 0.0995
4 3.11 t-Butanol 2242321 0.9961 0.8130
5 3.64 n-Propanol 2681907 1.0000 0.8162

Printed on 12/19/2008 6:09:19 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Today's Date = 12/19/2008 Today's Time = 6:24:25 PM
Bound File Name = Alc121908.0015.RAW
Sample Name = 0.10 Sim A ALB

Date Taken = 12/19/2008 6:24:19 PM VDH Headspace Alcohol
Method file = simsoln.met »
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.23 Ethanol 863776 0.1217 0.0993
3 3.10 t-Butanol 2300026 1.0000 0.8162
4 3.64 n-Propanol 2740132 1.0000 0.8162

Printed on 12/19/2008 6:24:25 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 12/19/2008

Bound File Name = Alc121908.0016.RAW
Sample Name = 0.10 Sim A ALB
Date Taken = 12/19/2008 6:39:20 PM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 6:39:24 PM

VVDH Headspace Alcohol

Calibration Version = 18

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 223 Ethanol 839228 0.1223 0.0998

3 3.10 t-Butanol 2209226 0.9939 0.8112
n-Propanol 2648286 1.0000 0.8162

4 3.64

Printed on 12/19/2008 6:39:24 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met FMT
Today's Date = 12/19/2008 Today's Time = 6:54:23 PM
Bound File Name = Alc121908.0017.RAW
Sample Name = CCS
Date Taken = 12/19/2008 6:54:21 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak RetTime Peak Area Amount
Number (min) Name % WT/NVOL
3 2.24 Ethanol 604095 0.0887
5 3.11 t-Butanol 2175454 0.9864
6 3.64 n-Propanol 2627527 1.0000
Printed on 12/19/2008 6:54:23 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 3
»
1000
800 ©
o
600
400
200 |
|4 L
[} [ L ¢ 1 ]
0 - T T T T T H T
1fo ' 115 ' 2to ' zfs ‘ 310 ' 3!5 | 4io ' 4f5 50
Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 12/19/2008 Today's Time = 7:09:27 PM
Bound File Name = Alc121908.0018.RAW
Sample Name = CCS
Date Taken = 12/19/2008 7:09:21 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak Ret Time Peak Area Amount
Number (min) Name % WT/VOL
4 2.24 Ethanol 566090 0.0885
6 3.10 t-Butanol 1993780 0.9626
7 3.64 n-Propanol 2467515 1.0000

Printed on 12/19/2008 7:09:27 PM

Page 1 of 1




Chrom Perfect Calibration File

File Name: C:WMethods\BloodAlcohol4.cal
Version: 23

Creator:

Description;

Reason for change:

Internal standard calibration
No injection volume correction
No sample weight correction

Area reject threshold: 5000
Reference peak area reject threshold: 0
Amount units: '

No default component

Method of calculating data point averages: Equal weight for all updates
No calibration update report

All levels are normal data points.

3 Ethanol
1.2 Expected retention time: 2.29 minutes
1.1 Search window: 0.2 minutes
10 Internal standard component: 7 (n-Propanol)
e No retention time reference component
0.9+ Group number: 0
0.8+
.% 0.7 High alarm l}m}t: 0
¥ 55 Low alarm limit: 0
S Component constant: 0
< 05+
0.4 Single peak quantification by area
0.3 '
] Y =2.632616 X+0
0.2+
0.1 Linear fit with equal weighting, forced to origin
0.0 e Coefficient of determination: 0.9997174
0.00 0.10 0.20 0.30 0.40  Average error: 1.585%
Amount Ratio Average CF: 2.141444
RSD: 55.938%
Level Amount Response CalFactor  Error, % AmountRatio Response Ratio Source Date and time
1 0 © - 0.000 0 0 Manual 4/11/2005 10:03:40 AM
2 0037 2601043 7029846 3.800 0.037 0.1011087 C:\Alcohol Data\sim122308\sim122308.0003.BND  12/23/2008 10:39:12 AM
3 0085  575679.6 6772702 1.103 0.085 02262411  C:\Alcaho! Datalsim122308\sit122308.0004 BND  12/23/2008 10:54:15 AM
4 0197 1362249 6914970 2417 0.197 0.5311598  C\Alcohol Datalsim122308\sim122308.0005 BND  12/23/2008 11:09:20 AM
5 042 2866372 6824696  -0.606 0.42 1.098994  C:\Alcohol Datalsim122308\sim122308.0006 BND  12/23/2008 11:24:21 AM

Printed on 12/24/2008 7:56:51 AM
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Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT

Today's Date = 12/23/2008 Today's Time = 10:09:43 AM
Bound File Name = sim122308.0001.RAW
Sample Name = Blank

Date Taken = 12/23/2008 10:09:37 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 18
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
4 2.29 Ethanol 10353 <0.005
7 3.16 t-Butanol 2177930 0.9968
8 3.69 n-Propanol 2603198 1.0000

Printed on 12/23/2008 10:09:44 AM ‘ Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 12/24/2008 Today's Time = 7:56:22 AM
Bound File Name = sim122308.0002. RAW
Sample Name = TMX
Date Taken = 12/23/2008 10:24:09 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.57 Acetaldehyde 1670789 0.0980
3 1.68 Methanol 577531 0.1654
4 2.29 Ethanol 05017 <0.005
6 2.65 Acetone 2548212 0.0826
7 2.81 Isopropanol 1973394 0.0742
8 3.16 t-Butanol 2206628 1.0024
9 3.69 n-Propanol 2636660 1.0000

Printed on 12/24/2008 7:56:22 AM
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Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 12/24/2008 Today's Time = 7:56:24 AM
Bound File Name = sim122308.0003.RAW
Sample Name = A

Date Taken = 12/23/2008 10:39:10 AM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met :
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime . Peak Area Amount
Number (min) Name % WT/VOL
5 2.29 Ethanol 260104 0.0384
6 2.65 Acetone 07245 <0.005
7 2.80 Isopropanol 10218 <0.005
8 3.16 t-Butanol 2145960 0.9992
9 3.69 ‘ n-Propanol 2572522 1.0000

Printed on 12/24/2008 7:56:25 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
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Today's Date = 12/24/2008 ' Today's Time = 7:56:27 AM
Bound File Name = sim122308.0004. RAW
Sample Name = B

Date Taken = 12/23/2008 10:54:11 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
4 2.29 Ethanol 575680 0.0859
7 3.16 t-Butanol 2120977 0.9984
8 3.69 n-Propanol 2544541 1.0000

Printed on 12/24/2008 7.56:27 AM i Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 12/24/2008 Today's Time = 7:56:30 AM
Bound File Name = sim122308.0005.RAW
Sample Name =C
Date Taken = 12/23/2008 11:09:13 AM \VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Area Amount
Number (min) Name % WT/NVOL
3 2.29 Ethanol 1362249 0.2018
5 3.16 t-Butanol 2139593 0.9992
6 3.69 n-Propanol 2564669 1.0000

Printed on 12/24/2008 7:56:30 AM
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Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 12/24/2008 Today's Time = 7:56:32 AM
Bound File Name = sim122308.0006.RAW
Sample Name =D
Date Taken = 12/23/2008 11:24:13 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
3 2.29 Ethanol 2866372 0.4175
4 3.16 t-Butanol 2179273 1.0008
5 3.68 n-Propanol 2608179 1.0000
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Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NVOL
2 2.29 Ethanol 589718 0.0832
3 3.16 t-Butanol 2249863 1.0008
4 3.68 n-Propanol 2692627 1.0000
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal ‘ Calibration Version = 23
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.29 Ethanol 826986 0.1222 0.0997
3 3.16 t-Butanol 2143120 0.9984 0.8149
4 3.69 n-Propanol 2571017 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
3 2.29 Ethanol 855507 0.1229 0.1003
4 3.16 t-Butanol 2210945 1.0016 0.8175
5 3.68 n-Propanol 2644096 1.0000 0.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/NVOL  Conversion
2 2.29 Ethanol 813679 0.1167 0.0952
3 3.16 t-Butanol 2214445 1.0012 0.8172
4 3.69 n-Propanol 2649221 1.0000 0.8162
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Sample Name = 0.10 A ALB
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Amount Headspace
Number (min) Name % WTNOL Conversion
2 2.29 Ethanol 807774 0.1211 0.0988
3 3.15 t-Butanol 2125241 1.0044 0.8198
4 3.68 n-Propanol 2534302 1.0000 10.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.29 Ethanol 806070 0.1221 0.0997
3 3.16 t-Butanol 2089672 0.9981 0.8146
4 3.69 n-Propanol 2507726 1.0000 0.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
3 2.29 Ethanol 873432 0.1275 0.1041
4 3.16 t-Butanol 2197042 1.0113 0.8254
5 3.69 n-Propanol 2602217 1.0000 0.8162
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Calibration Version = 23

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.29 Ethanol 828819 0.1222 0.0998
3 3.16 t-Butanol 2152977 1.0011 0.8171
4 3.69 n-Propanol 2576031 1.0000 0.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 23
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 2.29 Ethanol 822883 0.1216 0.0993
3 3.16 t-Butanol 2143495 0.9989 0.8153
4 3.68 n-Propanol 2570250 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 2.29 Ethanol 827968 0.1214 0.0991
3 3.16 t-Butanol 2160690 0.9991 0.8155
4 3.69 n-Propanol 2590290 1.0000 0.8162
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VDH Headspace Alcohol

Calibration Version = 23

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL  Conversion
3 2.29 Ethanol 830350 0.1211 0.0989

4 3.16 t-Butanol 2175136 1.0006 0.8167

5 3.68 n-Propanol 2603666 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number =~ (min) Name % WT/VOL  Conversion
3 2.29 Ethanol 842285 0.1212 0.0989
4 3.16 t-Butanol 2203775 0.9996 0.8159
5 3.69 n-Propanol 2640660 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WTNOL Conversion
2 2.29 Ethanol 811639 0.1193 0.0974
3 3.16 t-Butanol 2153767 0.9983 0.8148
4 3.69 n-Propanol 2584177 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
3 2.29 Ethanol 820143 0.1215 0.0991
4 3.16 t-Butanol 2135169 0.9971 0.8138
5 3.69 n-Propanol 2564847 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
2 2.29 Ethanol 836388 0.1214 0.0991
3 3.16 t-Butanol 2179145 0.9976 0.8143
4 3.69 n-Propanol 2616316 1.0000 0.8162
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Peak RetTime Peak Area Amount
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2 2.29 Ethanol 576144 0.0840
3 3.16 t-Butanol 2175464 1.0005
4 3.68 . n-Propanol 2604305 1.0000
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Peak RetTime Peak Area Amount
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3 2.29 Ethanol 581389 0.0846
4 3.16 t-Butanol 2176350 0.9990
5 3.69 n-Propanol 2609259 1.0000
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